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INSTRUMENTS 
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EasyView™ Type K Single Input Thermometer 

Large LCD display with 0.3% accuracy 


Features: 


• Compact and rugged design 
features large LCD display 

• Selectable units of °F and °C 

• Wide temperature range with 0.1°/1° resolution 

• Data Hold function freezes reading on display 

• Low battery and overrange indication 

• Records Max/Min readings for later recall 

• Complete with built-in stand, protective holster, 
Type K bead wire temperature probe 

(-4 to 482°F/-20 to 250°C) and 
6 AAA batteries 



Temperature (Type K): 

-58to 1999°F (-50to 1350°C) 

Resolution: 0.171° 

Basic accuracy: 

±(0.3%+2°F/1°C) 

Dimensions: 

5.3x2.8x1.2" (135x72x31 mm) 

Weight: 

8.3oz (235g) 



Ordering Information: 

EA1 1 EasyView'" Type K Single Input Thermometer 

TP870 Type K Bead Wire Temperature Probe 

409996 Soft Vinyl Pouch Carrying Case 
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